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SWITCH Calibration 
S7 0 ND off 

1 ND On 

S10 0 0 dB 
1 20 dB 

S9 0 0 dB 
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1 -5 V 

S11 0 0 dB 

1 8 dB 

 
VDC=V*cos(Δθ+Π);  Δθ=θSwitch-θLO ;  0≤ θLO≤ 360 
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